Technical report: intubation fluoroscopy times using a new enteroclysis tube.
Initial experience with a new 10 F gauge version of the Nolan enteroclysis tube is reported. The mean intubation fluoroscopy time in 80 patients was 1.53 min. The more flexible smaller gauge tube is ideal for rapid duodenal intubation via the nasal route.